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\ This paper shows some practical interferometers for testing very large and very small 
specimens. This is accomplished by using a particular type of beam divider that operates 
near the vertex of a convergent or divergent beam of light that permits almost unlimited 
size fields of view. Thus very large or very small specimens can be tested. Also, the wave 
front reversing properties of this beam divider permit tests to be made without the necessity 
of using standards of reference, thus eliminating the requirement for large standards that 
are usually expensive and require large working areas. The principles of these interfer- 
ometers are so closely related to previously described instruments that very little additional 
explanation is required for an understanding of their operation. Several variations of the 
Kosters prism type of interferometer are shown schematically. -\ 



The testing of large specimens such as massive 
optical elements has previously required large aper- 
ture interferometers. The sizes of interferometers, 
such as the Mach-Zehnder [1] l for wind tunnel 
work and the Twy man-Green [2] for testing large 
optical elements, have been limited primarily by the 
size of precision beam dividers that could be made. 
Large beam dividers require high grade optical glass 
and high precision surfaces. The distortion of 
large beam divider elements by gravity is also a 
significant factor. 

The application of divergent [3] and convergent 
beam interferometers permits the realization of much 
larger working spaces than can be obtained in the 
above-mentioned forms. The limit in aperture size 
is equal to the aperture of the largest lenses and/or 
mirrors that can be produced. This paper illustrates 
a method for producing very large aperture interfer- 
ometers, with small beam dividers, that do not require 
reference standards. 

One example of a large field (or aperture) inter- 
ferometer for wind tunnel work is that described by 
Williams [4]. The beam divider of this instrument 
is a modified Kosters double-image prism. This 
prism can be quite small and the end mirror can be 
quite large. 

The Kosters double-image prism and other 
modifications [5] of it provide small beam dividers 
for a variety of large aperture interferometers. 
This prism has been used as the beam divider for a 
variety of interferometers whose aperture equals that 
of the prism. Figure la shows one of the earliest 
applications [6] of this prism. 

The difficulty of producing accurate prisms of 
large size and the difficulty of making optical glass 
sufficiently homogeneous in large pieces limits the 
size of this prism for precision interferometers. How- 
ever, large prisms are no longer required. They J nay 
be replaced by a small prism and large lens or mirror. 

i Figures in brackets indicate the literature references at the end of this paper. 



The small size Kosters prisms may be constructed 
and adjusted to a high degree of precision. Figure 
lb shows the arrangement of a prism-lens combina- 
tion that may replace the arrangement of figure la. 
The aperture of this interferometer (fig. lb) is limited 
only by the size of the lens and optical Hat. Chro- 
matic aberration in the lens does not affect the fringe 
pattern if monochromatic light is used. Spherical 
aberration does not affect the fringes or observed 
results if the indicated rays (in the zone that includes 
the reference point) are collimated. Chromatic and 
astigmatic aberrations are negligible if the lens has 
axial symmetry and the source is located on the axis. 
Consequently, axial symmetry (assuming the axis to 
lie in the dividing plane) is the only critical require- 
ment for the lens. Any accurately centered, ma- 
chine-polished lens, made of good glass, will meet the 
required specifications. 

A large interferometer for wind tunnel tests is 
shown in figure 2. This interferometer, with a differ- 
ent form of prism, was described by Williams [4]. 

The principal difference between the methods of 
anahvsis of data with a divergent beam interferometer 
such as that shown in figure 2 and conventional 
(parallel beam) interferometers for wind tunnel and 
other tests, is that spherical coordinate geometry is 
used for the former and rectangular coordinate geome- 
try is used for the latter. 

Since the Kosters double-image prism is so well 
compensated, most interferometers in which it is 
applied may be used with white light. Also, when 
the optical path difference is near zero and the light 
beams suffer both division and recombination in one 
or two prisms, extended sources may be used. These 
two features permit high intensity and high visibility 
both of which are favorable for instantaneous photog- 
raphy of results. When beam division or recombina- 
tion occurs only once in a prism, as in the alinement 
interferometers [7] of figure 3, the size of the source 
must be limited in one direction to a narrow slit 
or point. 
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Figure 1. a. An interferometer for measuring the parallelism of gage blocks. 
b. Same as a, but modified to permit larger apertures. 




Figure 2. Interferometer for wind tunnel measurement of 
density gradients. 
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Figure 3. An alinement interferometer. 

a. Conventional type Kosters double-image prism. 

b. Modified (spherical base) prism. 
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Figure 4. An interferometer for measuring the refraction 
of gases. 



Figure 4jshows the arrangements of optical ele- 
ments of a refraction interferometer that was designed 
lor measuring the wavelength of light under ambient 
conditions. It is also quite practical for measuring 
the refractive indices of gases. The two coherent 
and parallel beams of light from the Kosters prism 
are affected differently by having one traverse a 
1 -in path that is controlled (either evacuated or filled 
with standard air) and the other traverse the same 
geometrical distance in ambient air. If the standard 
air space is evacuated the order of interference is a 
measure of the wavelength of light in the ambient air. 

A simple procedure for obtaining a column of air 
having an optical density equivalent to that of stand- 
ard air in the controlled space, is to start with the 
controlled space evacuated and the ambient space 
controlled to some desired temperature. Air is 
slowly introduced into the controlled space. This 
causes a change in the optical path difference and 
consequently the order of interference. The geomet- 
rical path in the controlled space and its change with 
temperature are known from previous measurements. 
Consequently, the difference 4 in optical path, between 
vacuum and standard air in this space is known. The 
corresponding change in order of interference is ob- 
tained by adjusting the density in the controlled 
space to that of standard atmosphere. The space is 
t hen sealed by closing the inlet valve. The measured 
order of interference is then a measure of the differ- 
ence in optical path between standard and ambient 
air. 

The aperture of this interferometer may be in- 
creased by using a spherical base prism with a lens 
or mirror in the same manner as that illustrated in 
figure 1. 

Figure 5a represents the optics of an interferom- 
eter [8] for testing long gage blocks. Lenses or 
mirrors may also be used to increase the aperture of 
this interferometer, as is shown in figure 5b for use 
in wind tunnel optics, and for measuring the paral- 
lelism of faces on bodies of large cross section. 
Figure 6 shows the same instrument formed with 
parabolic mirrors replacing the lenses of figure 5b. 

Figures 2 and 7 indicate the range in size of 
spherical surfaces that may be tested interferometri- 
cally for departure from true spheres. The spherical 
surface, M, in figure 2 can be as large as the largest 
mirror ever made. The size of the ball, B, in figure 
7 may have a diameter of only a fraction of a 
millimeter. 

The aperture of the surface plate interferometer 
[11], as previously described, is limited to approxi- 
mately 2 in. For testing large surface plates of 12 
to 20 ft in length a larger aperture is desirable. The 
method of increasing apertures, described here, is 
equally applicable to that of the surface plate 
interferometer. 

~~ The usual functions of the interferometers de- 
scribed above (and also that of most other inter- 
ferometers) are either to compare a standard length 
or surface with an unknown, or the variation of 
density of fluids in one space with a homogenous 
space, or the difference in optical path between the 
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Figure 5. a. A parallelism testing interferometer. 

b. Same as a, but modified to permit larger apertures. 




Figure 6. A large aperture interferometer for parallelism 

testing, wind tunnel optics, etc. 

Mirrors M\ and M 2 are parabolas. 
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interferometer for testing the sphericity of 
small balls. 



two component beams. The wave front reversing 
[5] properties of these interferometers permit meas- 
urements to be made without reference standards. 
This author [9] has described methods of obtaining 
many results without the use of standards for refer- 
ence. The aberrations of lenses and mirrors [10], 
the homogeneity of optical mediums, etc., may be 
obtained without reference standards. Conse- 
quently, very small prisms can be used with large 
lenses or mirrors to provide interferometers for test- 
ing specimens of all sizes without the use of reference 
standards. 



References 

[1] Candler, C, Modern interferometers, p. 487, (Hilger & 
Watts, Ltd., Hilger Div., London, England, 1951). 

[2] Ibid., chap. VII. 

[3] Ibid., p. 170. 

[4] Williams, W. E., Interferometer apparatus for quanti- 
tatively determining fluid pressures in wind tunnels, 
U.S. Patent No. 2,434,029. (1948.) 

[5] Saunders, James B , The wavefront reversing inter- 
ferometer, reprinted from Optics in Metrology (Per- 
gamon Press, London, England, 1960). 

[6] Engelhard, E., Precise interferometric measurement of 
gage blocks, NBS Circ. 581, p. 4. (1957.) 

[7] Saunders, J. B., An alinement interferometer, p. 541. 
Appl. Opt. 2, No. 5 (May 1963). 

[8] Saunders, J. B M A new method of measuring gage blocks, 
J. Research NBS, 64C (Eng. and Instr.), No. 3, 173. 
(1960.) 

[9] Saunders, J. B., Measurement of wave front without a 
reference standard, J. Research NBS 65B (Math, and 
Math. Phys.) No. 4, 239 (1961) ; 66B (Math, and Math. 
Phys.) No. 1, 26 (1962). 
[10] Saunders, J. B., The Kosters double-image prism, Ap- 
pendix C. p. 2, 393, of Concepts of Classical Optics, by 
J. Strong (W. H. Freeman & Co., San Francisco, 
Calif., 1958). 
[11] Saunders, J. B., Interferometer for large surfaces, J. 
Research NBS 62, p. 137 (1959) RP2943. 



(Paper 67C3-130) 



205 



